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Anatomy and Forensic Sciences Equipment Sectional Committee, MHD 23 


FOREWORD 


This Indian Standard was adopted by the Bureau of Indian Standards after the draft finalized by the Anatomy 
and Forensic Sciences Equipment Sectional Committee and approval by the Medical Equipment and Hospital 
Planning Division Council. 


This Indian standard covers minimum requirements and dimensional details for Dissection table. 
The composition of the Committee responsible for the formulation of this standard is given in Annex A. 


For the purpose of deciding whether a particular requirement of this standard is complied with the final value, 
observed or calculated, expressing the result of a test, shall be rounded off in accordance with IS 2 : 1960 ‘Rules 
for rounding off numerical values ( revised )’. The number of significant places retained in the rounded off value 
shall be the same as that of the specified value in this standard. 
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Indian Standard 
DISSECTION TABLE — SPECIFICATION 


1 SCOPE 


1.1 This Indian standard covers minimum requirements 
and dimensional details for dissection table. 


1.2 This standard covers specifications for both the 
small and the standard dissection tables. 


2 REFERENCE 


The standards listed below contain provisions which, 
through reference in this text, constitute provision of 
this standard. At the time of publication, the editions 
indicated were valid. All standards are subject to 
revision, and parties to agreement based on this 
standard are encouraged to investigate the possibility 
of applying the most recent editions of the standards 
indicated: 


IS No./Other Title 
Publication 
4033 : 1968 General requirements for hospital 
furniture 
4034 : 1979 Specification for castors for 
hospital equipment 
6911: 2017 Specification for stainless steel 
plate sheet and strip 
3 MATERIAL 


3.1 Framework — As specified in 2.1 of IS 4033. 


3.2 Top — Stainless steel sheet of designation 04Cr18 
NilO or 07Cr18 Ni9 as per IS 6911. The finished 
thickness shall be not less than 0.91 mm at any point. 


3.3 Castors — As specified in IS 4034. 


4 SHAPE AND DIMENSIONS 


The shape and dimension of the dissection table shall 
be as per Fig. 1. 


5 MANUFACTURE AND WORKMANSHIP 


5.1 The dissection table shall have a welded framework 
of continuous lengths of mild steel tubes as shown in 
Fig. 1. 


5.2 The four upright members shall be connected 
near the floor by a pair of longitudinal and a pair of 
transverse tubes. 


5.3 The upright members shall support a formed metal 
top having a drainage tube/down spout as shown in 
Fig. 1. 


5.4 The arrangement for welding the top and the upright 
members may be employed but the construction so 
obtained shall be sturdy and sound. 


5.5 The table shall be free from burrs and sharp edges. 


5.6 The upright members shall be fitted with castors as 
mentioned in 3.3. 


5.7 The tabletop depth should be approximately 
15 mm and it shall be sloping towards drain to facilitate 
drainage into the drain hole. 


5.8 The dissection table should have full extension 
drawer and a removable tray provided with a perforated 
plate and a removable lid. 


5.9 Aremovable container of 10 L storage capacity with 
bayonet lock shall be mounted beneath the drainage 
tube/down spout and attached to the rack in the base 
frame. 


5.10 The table shall also conform to the requirements 
laid down in 4.1 of IS 4033. 


5.11 Exhaust Chamber (Optional) 


5.11.1 An exhaust chamber to remove unwanted odor 
from the working area can be provided as agreed 
between manufacturer and purchaser. 


5.11.2 The dissection table may be provided with a 
Centre plenum located below work surface along entire 
length of the table with easily removable stainless 
steel air distribution baffle to create uniform downdraft 
air velocity across entire work surface and exhaust 
connection at one or both ends of the table. 


5.11.3 Removable perforated grid plate can be provided 
around perimeter of work surface to provide proper 
ventilation. 


6 FINISH 
As specified in 5 of IS 4033. 


7 TESTS 


7.1 Adhesion Test — As prescribed in 6.1.1 of IS 4033. 
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8 MARKING and Regulations framed thereunder, and the product(s) 
As provided in 7.1 of IS 4033. may be marked with the Standard Mark. 


8.1 BIS Certification Marking 9 PACKING 
The product(s) conforming to the requirements of AS agreed to between the purchaser and the 
manufacturer. 


this standard may be certified as per the conformity 
assessment schemes under the provisions of the NOTE — All measurements are in mm. 


Bureau of Indian Standards Act, 2016 and the Rules 
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a. Specification for Dissection Table-Standard 


SECTION XX 


b. Specification for Dissection Table-Small 


Fic. 1 SPECIFICATION FOR DISSECTION TABLE 
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ANNEX A 
( Foreword ) 
COMMITTEE COMPOSITION 


Anatomy and Forensic Sciences Equipment Sectional Committee, MHD 23 


Organization 


Maulana Azad Medical College, New Delhi 
AIMED (Delhi) 


Dept of Forensic Medicine, Sri Ramachandra Medical 
College & Research Institute, Chennai 


Directorate General of Health 
Federation of Indian Chambers of Commerce and 
Industry (FICCI), New Delhi 


Indian Medical Association, Delhi 


Kalam Institute of Health Technology, Visakhapatnam 


LNJN National Institute of Criminology and Forensic 
Science, Delhi 


Maulana Azad Medical College, New Delhi 


National Health Systems Resource Centre, New Delhi 


North Delhi Municipal Corporation Medical College, 
Hindu Rao Hospital, Delhi 


Sri Ramachandra Institute of Higher Education and 
Research, Chennai 


VMMC & Safdarjung Hospital, New Delhi 


BIS Directorate General 


Representative(s) 


DR SABITA MISHRA (Chairman) 


SHRI RAJESH KHATRI 
Mrs LALITA KHATRI (Alternate) 


Dr P. SAMPATH KUMAR 
DR VENICATESAN M. (Alternate 1) 
Dr SNEHA S. (Alternate II) 


Dr ANITA TULI 
Dr M. K. Wani (Alternate) 


SHRI VIJAY KUMAR 
Dr SANDEEP SEWLIKAR (Alternate) 


Dr R. V. ASOKAN 
Dr N. V. Kamat (Alternate) 


SHRI KINGSHUK PODDAR 
SHRI P. SRINIVASA REDDY (Alternate 1) 
SHRI DILIP KUMAR CHEKURI (Alternate II) 


DRK. P. S. KUSHWAHA 
Dr J. K. Moni (Alternate 1) 
DR TANYA CHAUHAN (Alternate II) 


Dr DINESH KUMAR 
Dr Srinivas M. (Alternate 1) 
Dr Swat! TIWARI (Alternate II) 


SHRI AJAI BASIL 
SHRI BHARAT BHUSHAN DAHIYA (Alternate) 


Dr (PROF) SAUDAN SINGH 
Dr Gayatri RATH (Alternate I) 
Dr NEHA GUPTA (Alternate II) 


Dr (Lr Cor) T. VIJAYA SAGAR 
Dr S. SENTHIL Kumar (Alternate 1) 
Dr VENKATESAN M. (Alternate II) 


SHRI MANOJ KUMAR WAHI 
SHRI G. A. SUNIL KUMAR SHARMA (Alternate I) 
SHRI MANISH KUMATH (Alternate II) 


SHRI P. V. MATHEW, SCIENTIST “E” AND HEAD (MHD) 
[ REPRESENTING DIRECTOR GENERAL (Ex-officio ) | 


Member Secretary 


Dr PRADEEP DUA 
SCIENTIST ‘C’ (MHD), BIS 


Bureau of Indian Standards 


BIS is a statutory institution established under the Bureau of Indian Standards Act, 2016 to promote harmonious 
development of the activities of standardization, marking and quality certification of goods and attending to 
connected matters in the country. 


Copyright 


BIS has the copyright of all its publications. No part of these publications may be reproduced in any form without 
the prior permission in writing of BIS. This does not preclude the free use, in the course of implementing the 
standard, of necessary details, such as symbols and sizes, type or grade designations. Enquiries relating to 
copyright be addressed to the Director (Publications), BIS. 


Review of Indian Standards 


Amendments are issued to standards as the need arises on the basis of comments. Standards are also reviewed 
periodically; a standard along with amendments is reaffirmed when such review indicates that no changes are 
needed; if the review indicates that changes are needed, it is taken up for revision. Users of Indian Standards 
should ascertain that they are in possession of the latest amendments or edition by referring to the latest issue of 
‘BIS Catalogue’ and ‘Standards: Monthly Additions’. 


This Indian Standard has been developed from Doc No.: MHD 23 (15724). 


Amendments Issued Since Publication 


Amend No. Date of Issue Text Affected 
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